AD-A222  578 


i«  retort  secufliTv  classification 

Unclassified 


3a.  security  CLASSIFICATION  AUTHORITY 


3b.  OECLASSIFICATION/OOWNGRAOING  schedule 


4.  PERFORMING  ORGANIZATION  REPORT  NUM8ERISI 

Final  Report 


IT  DOCUMENTATION  PAGE 


lb.  RESTRICTIVE  MARKINGS 


3.  OISTRIBUT  ION/AVAILABILITY  OF  REPORT 

Approved  for  public  release; 
distribution  unlimited 


S.  MONITQFUN^yG^^ATIC^  IMPORT  NU(4BCR(§J 


Be.  AOORESS  (City.  Stole  and  7.lr  Cod t> 


b.  OFFICE  SYMBOL  7a.  NAME  OF  MONITORING  ORGANIZATION 
<lf  applicable) 

Air  Force  Office  of  Scientific  Research 


7H^ADORESS  (City.  Slalt  and  Zir  Code I 

4  \  6 

Bolling  Air  Force  Base,  D.C.  20332 


University  of  California,  Irvine 
2717 


i  wsiiuimw 


*a.  NAME  OF  FUNOING/SPONSORING 
ORGANIZATION 

nited  States  Air  Force 


Be.  AOORESS  tCIty.  Slalt  and  ZIP  Code) 


9.  PROCUREMENT  INSTRUMENT  IDENTIFICATION  NUMBER 

AFOSR-86-0210 


10.  SOURCE  OF  FUNDING  NOS. 


AFOSR/SSF' 

Bldg.  410,  Bolling  AFB,  D.C.  20332 


11.  TITLE  (Include  Security  Clarification) 

v  Research  Instrumentation  Proer 


13.  PERSONAL  AUTHOR(S) 

Tsai,  Chen  S.,  Professor  and  Principal  Investigator 


13a.  TYPE  OF  REPORT  I  13b.  TIME  COVERED 

Final  Technical  Reporl  from  7/15/86  tq12/30/8S 


16.  SUPPLEMENTARY  NOTATION 


TASK 

WORK  UNIT 

NO. 

NO 

R3 

is.  page  count 


17. 

COSATI  COOES  | 

FIELD 

GROUP 

SUB.  GR.  1 

IB.  SUBJECT  TERMS  (Continue  on  revert*  if  necettary  and  identify  by  block  number) 

Scanning  electron  microscope  (SEM)  system.  Integrated  Optic 
Devices/Modules,  Microfabrication,  Microstructures  ,  ~ 


1*.  ABSTRACT  (Conllnua  on  reverie  If  ntetttary  and  Identify  by  block  numbarl 

A  modern  SEM  system  has  been  established  for  examination  and  characterization  of  the 
detailed  dimensions  and  structures  of  integrated  optic  devices  and  modules  through  the 
supports  of  the  D0D/AF0SR  -  University  Research  Instrumentation  program. 


S 


DTIC 

,  electe 

MAY  2  9  1990 


30.  OISTRI8UTION/AVAILABILITY  OF  ABSTRACT 

31.  ABSTRACT  SECURITY  CLASSIFICATION 

UNCLASSIFIEO/UNLIMITEO  □  SAME  AS  RPT.  □  OTIC  USERS  □ 

UUUU 

33a.  NAME  OF  RESPONSIBLE  INDIVIDUAL 

22b  TELEPHONE  NUMBER 
llncludr  Arte  Code ) 

33c  OFF  ICE  SYMBOL 

Drs.  C.  Lee  Giles  and  A.  Craig 

(202)  767-4931 

NE 

DD  FORM  1473.  83  APR 


EDITION  OF  1  JAN  73  IS  OBSOLETE. 

90  05  25  184 


security  ct. Assir  »c a  t  ion  of  this  page  1 


DOD-University  Research  Instrumentation  Program 

FY  1986/FY  1987 

Final  Technical  Report 

for 

Air  Force  Office  of  Scientific  Research 
Grant  No.  AFOSR  86-0210 


For  the  period 

July  15, 1986  -  December  30, 1989 


Prepared  by 


Chen  S.  Tsai,  Professor  and  Principal  Investigator 
Department  of  Electrical  and  Computer  Engineering 
and  Institute  for  Surface  and  Interface  Science 
University  of  California 
Irvine,  California  92717 


Accesio 

NTI$ 

DTIC 

Unannc 

JUStltlC 

n  For  | 

CRA&I  B 

TAB  □ 

u'iced  □ 

at  ton 

Rv 

Distribution  / 

Availability  Codes 

Dist 

fl-l 

Avail  s 
Spe 

nd  1  or 
cial 

Approved  for  public  release;  distribution  unlimited;  reproduction  in  whole  or  in  part  is 
permitted  for  any  purpose  of  the  United  States  Government 


DOD-University  Research  Instrumentation  Program 

FY  1986/FY  1987 

Final  Technical  Report 

Chen  S.  Tsai,  Professor  and  Principal  Investigator 
Department  of  Electrical  and  Computer  Engineering  and 
Institute  for  Surface  and  Interface  Science 
University  of  California 
Irvine,  California  927 17 

I.  INTRODUCTIQN  AND  OBJECTIVE 

Professor  Chen  Tsai’s  group  at  UC  Irvine  have  over  the  years  conducted  a  large 
number  of  DOD-sponsored  Research  Projects  on  Integrated  Optics.  These  research 
projects  concern  conception,  experimentation,  and  realization  of  new  and  novel  guided- 
wave  optic  devices  and  modules  with  applications  to  wideband  multichannel 
integrated/fiber  optic  communication,  computing,  and  radar  signal  processing  systems. 
For  this  purpose,  sophisticated  instrumentation  is  required  for  fabrication  of  test  devices 
and  modules  with  complex  geometry  at  micron  or  submicron  dimensions.  Professor  Tsai 

has  established  a  microfabrication  facility  from  scratch  since  joining  UCI  nine  years  ago. 

\  \ 

^The  objective  of  this  DOD/AFOSR  -  University  Research  Instrumentation  Program 
was  to  purchase  and  install  a  scanning  electron  microscope  (SEM)  system  that  is  essential 
for  examination  and  characterization  of  the  detailed  dimensions  and  structures  of  the 
integrated  optic  devices  and  modules  that  have  been  fabricated  and  explored/  A  SEM 
system  has  been  established  and  put  into  use  since  October  1989. 
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\The  SEM  system  acquired  consists  of  the  following  major  components: 

1 .,  Model  SR-50/A  basic  SEM  system  by  Applied  Beam,  \ 

Technology/Intemational  Scientific  Instruments  $50,580 

E-beam  blanker  unit  by  Applied  Beam  Technology/ 

Intematipnal-Stiientific  Instruments  $  1 1 ,450 

3-^Model  5000-2  energy  dispersive  X-ray  (EDX)  system^ 

by  Hnu  System,  Inc.  $48,000 

4 .^LaserWriter,  pNT  by  Apple  computer  $3,180 

5  .  '■.Closed  loop  water  cooling  system  for  the  diffusion  pump  of  the 

SEM  basic  system,  in-house  design  and  implementation  $  1 ,000 

6.  Model  Hummen  6  sputtering  by  Anatech  $3.500 

-  Total  $117,710 


In  addition  to  the  expenditure  for  the  major  components  listed  above,  some  $20,000  was 
spent  in  connection  with  renovation  of  the  laboratory  and  purchase  of  miscellaneous  items. 
A  matching  fund  of  some  $30,000  was  provided  by  University  of  California  at  Irvine 
toward  this  SEM  project 


B.  Technical  Discussion  On  the  SEM  System 

The  complete  system  has  been  put  together,  installed,  and  tested.  It  occupies  200 
square  feet  of  floor  space  in  a  well-conditioned  labor*  v  ■*.  The  system  is  currently  in  good 
operating  condition  (see  photograph).  In  order  to  coo*  '  •  diffusion  pump  of  the  basic 
SEM  system,  an  innovative  closed-loop  water  system  was  designed  and  implemented  at  a 
minimum  cost  The  water  in  the  loop  is  pumped  by  an  immersion  pump.  The  returned 
water  is  discharged  to  a  50-gallon  drum  where  the  immersion  pump  is  housed  to  complete 


2 


the  loop.  If  the  room  air  is  used  to  cool  the  water  in  the  drum,  the  water  temperature  stays 
at  about  3 5°C  which  is  higher  than  required.  Thus,  a  heat  exchanger  is  immersed  in  the 
drum  to  cool  the  water.  The  heat  exchanger  is  circulated  with  chilled  water  available  in  the 
laboratory.  Consequendy,  the  water  in  the  drum  is  reduced  to  20°C  which  is  quite 
satisfactory.  Since  the  water  is  in  a  closed  loop,  we  can  afford  to  use  high  quality  water, 
thus  preventing  the  clogging  of  the  water  line  in  the  SEM  system.  If  leakage  in  the  loop 
occurs,  the  amount  of  water  which  will  leak  on  the  floor  would  be  only  50  gallons,  which 
will  results  in  at  most  1.7cm  of  water  level  on  the  floor.  The  implementation  of  the  closed 
loop  cooling  system  thus  would  extend  the  useful  life  of  the  SEM  system  and  ensure 
safety. 

Major  functions  of  the  system  are  now  described.  The  SEM  unit  takes  electronic 
images  of  specimens.  For  specimens  which  are  highly  insulating,  such  as  LiNbC>3  and 
glass,  a  thin  layer  of  gold-paladium  is  first  sputtered  on  the  specimen  using  the  Hummen  6 
sputtering  unit  to  prevent  charge  build  up  on  the  specimen  surface.  The  Hnu  EDX  system 
has  frame  graber  which  digitizes  and  store  the  images  in  a  PC/AT  computer.  The  stored 
images  can  then  be  retrieved  and  processed  to  obtain  a  variety  of  informations  on  the 
images.  They  can  also  be  printed  on  regular  papers  using  the  laser  printer,  and/or 
displayed  on  a  color  monitor  for  examination  or  taking  pictures  with  a  35mm  camera. 

The  X-ray  detector  of  the  EDX  system  is  mounted  on  the  chamber  of  the  basic  SEM 
unit,  taking  up  one  port  of  the  chamber.  The  detector  is  cooled  with  liquid  nitrogen  ali  the 
time  to  prevent  the  drift  of  Lithium  element  in  the  detector.  The  EDX  system  has  the 
capability  of  analyzing  the  elements  with  atomic  number  greater  than  10.  It  thus  gives  an 
estimate  on  the  chemical  composition  in  a  very  small  area  of  the  specimen  surface. 
Therefore,  the  EDX  system  greatly  enhances  the  capability  and  performance  of  the  system. 

The  EDX  system  also  has  electrical  interfaces  to  control  the  position  and  scanning  of 
the  electron  beam  of  the  SEM  unit  using  digital  signals.  When  this  function  is  coupled  with 
the  E-beam  blanker  unit,  the  electron  beam  can  be  controlled  in  position,  and  turned  on  and 
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off.  Thus,  the  system  possesses  the  basic  functions  required  for  electron  beam  lithography 
in  the  future.  However,  a  great  deal  of  work  is  still  needed  to  write  the  computer  codes  to 
control  the  election  beam  position  and  scanning  speed,  and  to  synchronize  its  switching 
with  its  movement  in  order  to  generate  a  desired  exposure  pattern  for  lithography. 

III.  USERS  OF  THE  SEM  SYSTEM 

The  regular  users  of  this  SEM  system  include  the  graduate  students  and  the  research 
staffs  of  the  Optical/Solid-State  Devices  Group  of  the  Department  of  Electrical  and 
Computer  Engineering.  Some  graduate  students  from  the  Departments  of  Physics  and 
Chemistry  have  also  occasionally  used  the  system.  Faculty  and  graduate  students  from  the 
Department  of  Mechanical  Engineering  plan  to  use  this  facility  in  the  near  future. 
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